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ABSTRACT 


This  report  describes  Autonctics/Rockwell  International’s  work  on  an  ARPA 
sponsored  contract  in  which  technical  assistance  is  furnished  to  the  Air  Force 
omTter  ^ £gc  Research  Laboratories.  A  cryogenically  cooled,  filtered  infrared  radi- 
on  cter  built  on  a  previous  contract  has  been  calibrated,  installed  on  a  high  altitude 
balloon  platform,  flown  three  times  and  refurbished  between  flights. 

This  radiometer  has  several  unique  features  which  include  the  options  for  the 

tur^0  an0dPCararimr°v  filtcr.w;h®els  each  containing  six  filters  at  heHum  tempera¬ 
ture,  and  a  rotary  chopper  which  may  be  run  at  200  cycles  per  second  or  nositinnpH 

ZZ-  1U  contains  a  10"  diameter  Cassegrain  telescope  with  nine  field  stop^in  its 
focal  plane.  Each  of  these  field  stops  is  reimaged  on  a  separate  dctccto/for  sfrav 
radmtion  rejection  The  fields  of  view  of  the  detectors  are  small  and  varied  in  X 
nd  shape.  The  telescope  is  mounted  on  a  two  axis  alt  azimuth/artillery  type/servo 
operated  gimba  which  makes  sky  scans  under  the  control  of  an  on-board  p^grammer 

CO»°  6d  telesco^c  is  fittcd  with  an  antifrost  device  whiclfprotects  the 
sys  cm  at  altitudes  above  35t  COO  ft.  The  system  is  capable  of  absolute  snectral 
radiometry  in  bands  from  3  to  25  microns.  aosoiute  spectral 
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1.  SUMMARY 


Autoneties  CTntraet  F19628-72-C-0262  with  the  Air  Foree  Cambridge  Research 
Laboratories  is  one  in  which  Autoneties  has  furnished  technical  assistance  to  the  Air 
Foree  in  calibrating,  installing  and  flying  on  a  high  altitude  balloon  platform,  a  radi¬ 
ometer  which  Autoneties  had  previously  built  for  AFCRL  under  Contract  F19G28-70-C- 
012(i.  Three  flights  were  made  under  Air  Foree  direction  from  Holloman  Air  Foree 
Base,  New  Mexico.  Autoneties  refurbished  the  radiometer  between  these  flights.  In 
this  contract  the  contractor's  role  is  largely  that  of  an  assistant  wherein  the  eontraetor 
endeavors  to  provide  the  assistance  required  by  AFCRL  on  a  schedule  determined  bv 
AFCRL.  J 

A  unique  feature  of  the  radiometer  is  the  ability  to  remotely  operate  its  many 
controls  by  means  of  commands  radioed  from  the  ground.  Figure  1-1  is  a  sehematie 
of  the  radiometer  system. 

The  light  gathering  system  of  the  radiometer  is  a  well  baffled  Cassegrain 
telescope  with  a  10  in.  diameter  primary  mirror.  As  the  teleseope's  converging 
beam  of  radiation  approaches  its  focus  it  passes  through  the  plane  of  the  rotary 
chopper,  which  upon  command  is  capable  of  interrupting  the  beam  at  200  Hz,  allowing 
the  beam  to  pass  through  uninterrupted,  or  blocking  the  beam.  After  passing  through 
the  Irtran-V  I  window  and  the  Irtran-YI  field  lens  whieh  seal  the  vacuum  spaee,  the 
beam  passes  into  the  helium  gas  cooled  reimaging  eavity.  The  beam  comes  to  focus 
on  a  compound  field  stop  which  contains  nine  individual  openings  each  twice  as  large 
as  the  corresponding  detector  mask. 

Provisions  have  been  made  so  that  a  filter  ear  be  placed  at  each  individual  field 
stop  aperture.  The  converging  beam(s)  continues  th.  ough  the  field  stop  and  diverges 
to  imping  on  an  annular  almost  flat  4th  order  corrector  mirror  and  still  diverging  is 
reflected  back  to  a  sphere  from  which  they  are  foeused  on  the  nine  detectors.  A 
linear  demagnification  of  two  is  accomplished  in  the  reimaging.  The  Cu:Ge  dettetors 
are  individually  masked  to  obtain  the  des  red  field  of  view. 

The  two  remotely  operated  filter  •  Heels  are  loeated  in  planes  between  the  field 
lens  and  the  field  stop.  Each  wheel  has  six  positions,  each  position  has  the  capability 
of  containing  two  filters  either  speetral  or  neutral  density.  The  filter  wheels  (as 
well  as  the  reimaging  mirrors  and  baffles)  are  cooled  by  liquid  helium  boil-off  r.nd 
operate  at  about  10  K.  They  are  changeable  by  means  of  a  solenoid  actuated  ratchet 
mechanism  controlled  by  radio  commands  from  the  ground  or  from  an  on-board 
programmer.  A  signal  representing  the  position  of  the  filter  wheels  is  transmitted 
to  the  ground  by  telemetry. 

I  he  detectors  have  FLT  preamplifiers  mounter  in  elose  proximity  to  them  and 
are  biased  by  a  feedback  circuit  to  extend  In  j  dynamic  range  and  frequency  response. 

The  preamplifier  of  each  detector  feeds  its  signal  into  parallel  linear  and 
logarithmic  amplifiers.  The  linear  amplifiers  have  a  wide  range  of  gain  settings 
whieh  are  controlled  from  the  ground.  The  system  contains  an  eleetronie  calibrator 
whieh  sends  signals  through  the  electronics  upon  command,  to  eheek  the  proper 
operation  of  the  amplifiers. 
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Figure  1-1.  Radiometer  System 


The  Cassegrain  telescope  is  kept  at  77  K  by  a  liquid  nitrogen  jacket  and  the 
reimaging  optics  are  kept  at  approximately  10  K  by  boil-off  gas  from  the  liquid  helium 
tank.  Frost  is  prevented  from  forming  on  the  cooled  telescope  opties  by  means  of  a 
clear  aperture  antifrost  device  which  extends  out  in  front  of  the  teleseope.  The  anti¬ 
frost  device  is  capable  of  protecting  the  system,  when  utilizing  the  gaseous  nitrogen 
produced  from  an  on-board  gas  generator,  at  altitudes  as  low  as  35,  000  ft.  The 
system  performs  absolute  radiometry  in  the  band  from  3  to  25  microns. 

During  the  flights  radiometric  scans  were  made  of  the  sky  from  an  altitude  of 
approximately  90,000  ft.  The  teleseope  was  scanned  180  deg  in  azimuth  while  it  was 
systematically  elevated  at  various  angles  from  0  to  60  deg.  Spectral  filters  were 
inserted  during  the  scans  to  define  various  bands  from  9  to  22.7  microns.  Neutral 
density  filters  were  inserted  and  gain  changes  were  made  at  appropriate  times.  Both 
"AC”  and  "DC"  signals  were  recorded.  Calibration  signals  were  inserted  as  the 
gimbals  reversed  direction  at  the  end  of  each  scan. 

This  report  describes  the  calibration  of  the  instrument,  its  installation  on  the 
gondola,  and  its  refurbishment  between  flights. 

The  improvements  in  the  procedures  for  operating  the  instrument  which  were 
developed  during  its  use  and  the  mechanical  and  eireuit  changes  made  as  a  result  of 
field  experience  are  documented.  A  section  on  recommended  equipment  improvements 
for  future  flights  is  included. 


2.  CALIBRATION 


Figure  2-1  illustrates  schematically  the  laboratory  set  up  which  was  used  to 
accomplish  the  radiometric  calibration  of  the  instvument.  The  laboratory  calibrator 
which  is  the  key  piece  of  equipment  used  in  the  calibration  is  unique  and  requires 
description. 

1  he  laboratory  calibrator  is  a  variable  temperature  blackbody  source  which  is 
us.  2d  for  the  pre-flight  calibration  of  the  infrared  sensor.  The  device  consists 
essentially  of  an  insulated  cryogenic  pressure  vessel  in  which  the  blackbody  source, 
a  circular,  grooved  plate,  forms  part  of  the  wall.  The  heavy  walled  vessel  can  be 
operated  at  any  pressure  up  to  approximately  300  psi.  The  temperature  can  be 
varied  almost  continuously  from  under  77  K  to  300  K.  Large  incremental  changes  of 
temperature  previously  had  been  achieved  by  using  different  cryogens.  For  a  given 
cryogenic  liquid,  controlled,  continuous  changes  of  temperature  are  created  at 
present  by  varying  the  pressure  within  the  dewar. 

In  order  to  proceed  more  expeditiously  with  the  wide  range  calibration  which 
was  required,  a  1000  watt  calrod  type  heater  was  mounted  inside  the  cryogen  pressure 
cavity.  When  the  electrical  input  to  this  heater  is  controlled  by  a  continuously  variable 
transformer,  and  the  cavity  contains  pressurized  gaseous  nitrogen  or  a  mixture  of 
gaseous  and  liquid  nitrogen,  and  the  pressure  adjusted  as  required,  a  wide  range  of 
stable  temperatures  may  be  obtained  much  more  easily  and  quickly  than  by  changing 
cryogens. 

figure  2-2  is  a  schematic  drawing  which  shows  the  calibration  device  as  it 
appears  when  attached  to  the  shroud  of  the  infrared  sensor.  The  basic  parts  are  the 
pressure  vessel, calibration  source  plate,  valves  and  pressure  regulators,  tempera¬ 
ture  sensors,  and  mounting  devices.  The  outside  of  the  calibration  source  plate  is 
grooved  with  concentric  circular  grooves,  and  then  sandblasted  and  black  anodized  in 
order  to  provide  a  high  emissivity. 

Concentric  circular  grooves  are  also  machined  on  the  inside  of  the  plate  in 
order  to  increase  the  heat  transfer  between  the  cryogen  and  plate.  Mounted  on  the 
top  of  the  dewar  are  a  fill  valve,  vent  valve,  multi-pin  electrical  feed-through 
connector,  burst  disk,  pressure  relief  valve,  and  pressure  gauge.  The  temperature 
is  monitored  at  a  number  of  points  within  the  source  plate  by  copper  constantan 
thermocouples.  The  sensor  output  leads  are  connected  to  the  multi-pin  electrical 
connector.  Rigid  attachment  of  the  calibration  device  to  the  sensor  is  accomplished 
by  clamps  (not  shown)  which  hold  the  sensor  shroud  against  the  mounting  ring.  The 
bottom  mount  supports  the  (  ilibration  device  on  a  table.  The  pressure  vessel  is 
covered  with  Armaflex  insulating  material. 

Proper  calibration  of  the  radiometer  with  the  laboratory  calibration  device 
required  that  the  faceplate  of  the  laboratory  calibrator  be  positioned  at  the  ei  d  of  the 
antifrost  shround  and  that  no  significant  radiant  energy  be  allowed  to  get  into  the 
radiometer  except  that  emitted  from  the  calibrator  faceplate.  This  requires  that  the 
antifrost  shroud  be  cooled  to  77  K,  so  that  any  radiance  emitted  from  its  inside  sur¬ 
face,  when  reflected  by  the  faceplate  into  the  radiometer,  will  be  very  small  compared 
to  the  emitted  radiance  of  the  faceplate  itself.  For  this  purpose  a  shroud  cooler  has 
been  constructed  for  use  with  the  laboratory  calibrator. 
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Radiometric  Calibration  Set-Up 


and  ft  ?  eonsists  of  a  cylinder  which  fits  around  the  antifrost  shroud 

.  nd  attaches  to  the  radiometer  and  the  laboratory  calibrator.  A  coil  of  1/2-in. 
a  minum  tubing  is  welded  around  this  cylinder.  Liquid  nitrogen  flowing  through  the 
tubing  maintains  the  shroud  cooler  at  77  K,  and  the  shroud  itself  is  then  eoolcd  by 
-onveetion  and  radiation  until  it  reaches  an  equilibrium  temperature  near  77  K. 

2.1  RADIOMETRIC  CALIBRATION 

i  Ih°  A.FCIiU.uPerSOnnel  determined  the  range  of  radiance  over  which  calibration 

be  enmted  I bv a l  “  llst  of  temperatures  at  which  these  radiances  would 

e  emitted  by  the  blaekbody  calibrator.  Thermocouple  EMF's  (using  a  liquid  nitroeen 

referent)  were  then  tabulated  for  the  listed  temperatures.  A  digital  mierovoltmefer 
a  Inch  displayed  the  thermocouple  KMF  was  usetl  as  an  indicator  as  the  temperature 
and  the  radiance  of  the  blaekbody  was  set  at  each  of  the  required  steps.  Bv  maniou- 
lating  the  pressure  of  the  gaseous  nitrogen  over  the  liquid  nitrogen  in  the  calibrator 

couiSmir  wtt  heater  in  the  eaiibr"  — -  * 

n  ,.fAt  cach.  ra(liance  step  (temperature)  the  output  of  each  detector  through  each 

was*  recorded  WwrPro-8CnU“'V0  “'“t"0"  0f  "'ter  combi" 

as  recorded.  System  noise  was  recorded  from  a  true  RMS  voltmeter  at  the 

po.nt  where  the  radiance  of  the  blaekbody  equaled  the  radiance  of  !he  ehoppen 

For  the  calibration,  AFCRL  requested  that  the  filters  bo  installed  as  follows: 
Position 


1  -  Open,  No  Fiber 

2  -  Blanked  Out  -  Metal  Disc 

3  -  N,  D.  2  -  1%  Transmission 

4  -  Open.  Same  as  Position  1 

o  N.D.  3  -  .  1%  Transmission 

h  -  N.D,  1  -  ioc/c  Transmission 

In  the  spectral  filter  wheel: 


Position 

1 

2 

3 

4 

5 
G 


Filter  No. 

Wavelength 

1A 

9.0  -  10.  45^ 

2A 

10.43  -  11.40/^ 

11. 3G  -  12.40/^ 

10.43  -  12.  5G^ 

bA 

14. 08  -  15.  92  V 

GA 

18.3  -22.  1H 

2.2  FOCUS  AND  FIELD  OF  VIEW 

Figure  2-3  illustrates  the  arrangement  which  was  used  in  the  laboratory  to 
both  focus  the  instrument  at  its  operating  temperature  and  to  map  the  field  of  view 
of  each  detector. 

The  instrument  is  set  on  its  gimbals  in  the  laboratory,  its  antifrost  shroud  is 
in  place  and  a  0.  005  mm  mylar  membrane  is  installed  to  cover  the  aperture  of  the 
antiirost  device.  A  16  in.  diameter,  long  focal  length  off-axis  collimating  mirror  in  a 
delicately  adjustable  mount  is  set  up  to  send  a  collimated  beam  of  infrared  radiation 
into  the  instrument.  A  small  plane  mirror  is  attached  to  the  back  of  the  collimator  so 
that  ,t  moves  in  angle  with  the  collimator  as  the  collimator  is  adjusted.  A  Wild 
theodolite  is  used  as  an  angle-measuring  autocollimat  >r  to  accurately  measure  the 
small  angular  displacements  of  the  collimating  mirroi  . 

To  prepare  the  set  up  for  use,  a  flat  is  placed  in  front  of  the  collimator  to 
intercept  the  beam  leaving  it  and  to  reflect  it  back  through  the  system  to  form  an 
image  on  the  diaphragm  containing  the  pin  hole.  The  collimator  is  focused  by  moving 
the  blackbody  and  its  pin  hole  back  and  forth  by  means  of  the  slide  mechanism  until 
the  pin  hole  is  sharply  imaged  on  the  diaphragm,  and  adjacent  to  the  pin  hole.  The 
indicator  of  the  slide  mechanism  was  set  to  zero  for  the  focus  position.  The  colli¬ 
mating  flat  was  then  removed  and  the  collimator  beam  allowed  to  enter  the  radiometer 
aperture. 

Starting  with  a  large  pin  hole  the  instrument  and  the  collimator  were  aligned  by 
searching  for  and  then  maximizing  the  signal  on  one  of  the  detectors,  as  the  collimating 
mirror  and  the  instrument  were  both  moved.  The  signal  on  the  detector  was  observed 
by  wiring  the  output  of  the  Detector  Test  Box  (p.  7-88  R&D  Information  Report)  into 
the  lockin  amplifier  which  was  synchronized  with  the  frequency  pickoff  on  the  black- 
body  chopper. 

Using  one  of  the  small  detectors,  plots  of  detector  output  versus  collimator 
minor  angle  were  made  for  positions  of  the  blackbody  pinhole  at  the  zero  position  and 
on  both  sides  of  the  zero  position.  The  portion  of  the  pinhole  which  produced  the 
sharpest  and  the  highest  peak  reading  indicated  that  the  instrument  was  in  focus  for 
the  radiation  beam  emerging  from  the  collimator. 

The  focus  of  the  radiometer  is  brought  to  its  desired  position  by  changing  the 
thickness  of  the  spacer  between  the  secondary  mirror  and  its  support.  It  was  found 
necessary  to  increase  the  thickness  of  the  spacer  by  0.  012  in.  in  order  to  bring  the 
instrument  to  its  Lest  focus.  A  new  spacer  lapped  to  parallelism  and  of  the  required 
thickness  was  usee,  rather  than  a  stack  up  of  shims  to  minimize  the  disturbance  to  the 
alignment  of  the  secondary  and  to  maximize  its  thermal  contact  with  the  liquid 
nitrogen  chamber  in  its  support. 

After  the  new  spacer  was  installed,  the  focus  was  rechecked  a  id  the  secondary 
was  found  to  be  within  0.  0005  in.  of  the  optimum  position. 
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LINEAR  TABLE 


LOCKIN  AMPLIFIER 


2.3  MAPPING  THE  FIELD  OF  VIEW 


With  the  instrument  adjusted  to  its  infinity  focus,  the  same  laboratory  set  up 
was  used  to  map  the  field  of  view  of  several  of  the  detectors.  This  was  done  by 
making  a  plot  of  the  signal  strength  versus  the  angle  of  the  collimated  beam  as  the 
collimated  beam  was  displaced  in  angle  by  means  of  the  fine  adjustment  in  its  mount. 
The  plots  were  made  in  both  azimuth  and  elevation  angles  for  the  selected  detectors. 
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3.  INSTALLATION  ON  GONDOLA 


The  various  components  of  the  balloon  borne  radiometer  system  were  arranged 
on  the  gondola  platform  so  that  the  girnbal  and  the  rotating  radiometer  were  close  to 
the  center  of  gravity  of  the  system.  Wherever  possible  the  heavier  components  were 
placed  outboard  to  increase  the  moment  of  inertia  of  the  package.  The  dewars  which 
would  become  lighter  with  time  as  the  liquid  nitrogen  was  expended  were  placed  so 
that  insofaras  possible  the  weight  loss  around  the  center  of  gravity  would  be  balanced. 

Figure  3-1  shows  the  locations  of  most  of  the  assemblies  on  the  platform.  In 
this  view  the  protective  cover  has  been  removed  from  the  instrument  and  the  instru¬ 
ment  has  been  gimballed  away  from  it.  Figure  3-2  shows  the  heat  exchangers,  the 
programmer  and  an  LN2  dewar  which  cannot  be  seen  in  Figure  3-1.  Figure  3-3  is 
another  view  of  the  platform.  Protective  membranes  cover  the  normally  open 
aperture. 

In  order  for  the  gimballing  radiometer  to  clear  the  liquid  nitrogen  containers 
and  their  associated  piping  the  girnbal  (and  the  cover  pedestal)  were  raised  2  in.  above 
the  gondola  floor  by  spacers. 

The  components  were  attached  to  the  gondola  floor  by  combinations  of  bolts, 
straps  and  special  mounting  fixtures.  The  electrical  interconnections  were  provided 
by  a  custom  made  interconnecting  cable  set.  After  the  system  components  were 
mounted  the  GN2  antifrost  lines  and  the  LN2  sensor  cooling  lines  were  shaped, 
installed,  and  insulated.  A  flexible  vacuum  jacketed  liquid  nitrogen  line  was  installed 
to  supply  the  sensor  with  eryogen.  A  special  flexible  silicone  rubber  line  was 
installed  to  deliver  the  ambient  temperature  antifrost  nitrogen  to  the  shroud.  After 
the  installation  was  completed,  the  liquid  nitrogen  containers  were  filled,  and  the 
system  was  eooled  down.  The  antifrost  flow  rates  were  set  up.  Clearances  between 
the  gimballed  radiometer  and  the  various  components  were  cheeked  and  the  operation 
of  the  cover  was  demonstrated.  During  the  course  of  this  demonstration  it  was  found 
desirable  to  improve  the  eover-gimbal  interlock  logic  by  the  addition  of  a  switch  which 
would  deactivate  the  gimbals  just  before  the  cover  was  completely  seated.  Upon  the 
completion  of  these  cheeks  the  system  was  disassembled  as  required,  packaged  and 
shipped  to  Holloman  Air  Force  Base,  New  Mexico. 


Figure  3-1.  View  of  Gondola 
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Figure  3-3.  View  of  Gondola 


4.  FLIGHT  NO.  1 


After  the  system  arrived  at  Holloman  Air  Force  Base  it  was  reassembled  and 
replumbed  in  preparation  for  the  upcoming  flight.  A  complete  check  was  made  of  all 
instrument  systems.  A  warm  gaseous  nitrogen  purge  was  circulated  through  the 
radiometer's  cooling  jackets  and  the  telescope  cavity  while  the  instrument  was  set  up 
against  the  laboratory  calibrator  (see  Figure  2-1).  T.ie  bias  batteries  and  the 
batteries  which  power  the  bias  feedback  amplifier  were  replaced  in  preparation  for 
the  reealibration  and  the  flight.  The  instrument  was  dried  out  this  way  for  48  hours, 
then  it  underwent  a  liquid  nitrogen  cool  down. 

The  liquid  helium  tank  was  filled  and  liquid  nitrogen  was  flowed  thro  lgh  the  heat 
exchanger  ecils  of  the  shroud  cooler.  The  laboratory  calibrator  was  filled  with 
liquid  nitrogen.  An  abbreviated  radiometric  calibration  was  performed  with  satisfactory 
results.  At  the  end  of  the  calibration  the  instrument  was  warmed  up,  dried  out  and 
mated  with  tne  flight  cover.  It  was  left  with  a  flow  of  warm  dry  nitrogen  gas  through 
it  while  final  preparations  were  made. 

The  cooldown  for  the  flight  was  started  on  June  25,  1972.  The  helium  tank  was 
filled  by  7:00  p.  m.  on  June  27,  to  lie  ready  for  an  anticipated  9:00  p.m.  launch.  The 
armaflex  insulating  covers  were  placed  over  the  electronic  cannisters  at  approxi¬ 
mately  8:30  p.m.  This  was  believed  to  be  the  last  time  that  the  flight  package  could 
be  worked  on  without  interferring  with  the  launch  procedure.  The  launch  however, 
was  delayed  due  to  various  difficulties  which  arose  in  inflating  the  balloon.  The 
launch  took  place  at  11:00  p.m. 

During  the  long  wait  on  the  launching  pad  the  inflight  cover  and  its  mechanism 
began  to  accumulate  tu  isideral  le  iee.  One  of  the  two  trucks  which  illuminated  the 
launch  operations  vas  asked  to  move  slightly  and  to  aim  its  high  powered  lights 
directly  at  the  flic' t  cover  mechanism.  The  focused  heat  from  the  lights  was  sufficient 
to  melt  the  iee,  evaporate  the  water  and  prevent  further  iee  formation. 

During  the  several  hours  that  the  instrument  was  on  the  launching  runway  signals 
were  received  through  the  telemetry  from  the  detectors  as  they  looked  at  the  cover 
and  from  the  housekeeping  electronics.  As  the  balloon  package  which  was  suspended 
from  a  mobile  crane  swung  gently  during  the  prelauneh  wait,  changes  in  the  detectors' 
signals  could  be  noted.  The  signal  variations  eould  be  correlated  with  variations  in 
the  amount  of  infrared  from  the  powerful  lights  leaking  through  the  cover  gas  vent. 

The  launch  was  accomplished  at  11:00  p.m.  Signals  from  the  detectors  and  the 
telemetry  continued  until  the  balloon  reached  an  altitude  of  about  20,  000  ft  -  about 
20  min  into  the  flight. 

At  this  point  a  sudden  drop  in  battery  voltage  was  telemetered  and  the  detector 
and  housekeeping  signals  permanently  dropped  out.  The  battery  voltage  continued  to 
be  telemetered.  Attempts  were  made  to  command  a  gimbal  scanning  program  but  no 
indication  that  the  cover  had  retracted  were  received  by  telemetry.  The  balloon 
reached  an  altitude  of  close  to  100,000  ft.  The  flight  was  terminated  at  3:00  a.m.  on 
June  28,  and  the  system  was  parachuted  to  the  ground  just  a  few  miles  from  the 
Holloman  Air  Force  Base  balloon  operations  eenter. 
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5.  FIRST  REFURBISHMENT 


After  the  flight  package  was  recovered  the  radiometer  was  removed  from  the 
gimbals  and  crated.  The  cables  and  the  plumbing  on  the  gondola  were  tied  dov  n  or 
otherwise  secured.  The  gondola  was  then  loaded  aboard  a  truck  and  shipped  to 
Autoneties'  Anaheim  facility  in  "one  piece." 

Upon  arrival  at  Anaheim  the  package  was  earefully  inspected  and  functionally 
tested  in  an  attempt  to  discover  the  cause  of  the  signal  loss  and  the  drop  out  of  the 
telemetry  signals.  It  was  also  inspected  for  meehanieal  damage. 

A  de-to-de  power  module  in  the  eontrol  electronics  cannister  was  found  to  be 
burned  out.  Th?s  commercial  module  supplied  the  5  volts  de  for  many  of  the  tele¬ 
metry  signals  ami  the  ±15  volts  which  powered  the  housekeeping  electronics  amplifiers. 
It  also  provided  the  power  to  operate  the  chopper  eontrol  circuits.  The  failure  of  this 
module  would  then  cause  the  chopper  motor  to  stop  and  the  detector  signals  to  be  lost. 

It  was  speculated  that  since  the  electronics  eannisters  were  insulated  to  protect  them 
from  the  low  temperatures  and  the  high  heat  transfer  which  would  occur  at  the 
altitudes  from  20  to  50  thousand  ft,  holding  the  package  on  the  ground  for  over  two 
hours  longer  than  intended  might  have  overheated  the  eannisters.  The  overheating 
might  have  caused  this  compact  power  supply  to  fail.  An  exact  replacement  for  the 
burned  out  multiple  output  power  supply  could  not  be  obtained  except  on  a  long  delivery 
schedule.  Three  individual  power  modules,  which  were  available  off  the  shelf,  were 
substituted  for  the  failed  power  supply.  The  available  output  power  was  increased  by 
a  factor  of  two. 

A  wire  was  found  whose  insulation  had  apparently  been  broken  and  eaused  a 
short  to  ground  through  the  thermostat  in  the  circuit  which  supplied  28  vde  power  to 
the  bias  amplifier /battery  box  heater.  The  cause  of  this  problem  could  not  be 
established,  nor  its  time  of  occurrence,  i.e. ,  before  or  after  the  landing  shoek.  The 
electrical  ’usulation  on  the  wire  and  thermostat  were  improved  and  replaced. 

The  detectors  were  cleaned  and  an  inoperative  eryogenic  MOSFET  preamplifier 
was  replaced.  The  optical  elements  were  eleaned. 

The  focus  of  the  telescope  was  checked  and  found  to  be  at  approxirmtely  two 
mil 's,  it  was  adjusted  to  infinity  by  increasing  the  thickness  of  the  spacer  between 
the  s  econdary  and  its  support  by  approximately  0.  004  in. 

The  chopper  motor  was  disassembled,  it  was  found  that  the  magnetically  hard 
rotcr  had  slipped  axially  on  its  arbor.  It  was  repositioned  and  staked  so  that  it  could 
not  sup  again  under  the  influence  of  differential  expansion  as  it  was  cooled  to  cryogenic 
temperatures.  The  motor  ball  bearings  were  found  to  be  somewhat  worn,  i.e. ,  they 
had  more  play  than  when  they  had  been  originally  installed.  Since  the  motor  had  been 
run  for  several  tests  it  was  estimated  that  they  had  some  25  hr  of  operation.  Since 
these  bearings  are  running  unlubricated  (with  sacrificial  retainer?)  at  cryogenic 
temperatures  we  were  not  very  surprised  at  the  wear. 
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The  motor  bearings  and  the  chopper  wheel  bearings  were  replaced  The 

m?'y  Was,  rcassembled’  ai,Jusled’  a"d  tested  at  bo®h  Som  tempcrlture 
and  at  liquid  nitrogen  temperature  and  then  reinstalled  in  the  sensor  housing 

m  i,  u  *.nor  chanScs  wcre  made  in  the  chopper  operating  logic  electronic  cireuitrv  to 
make  it  less  sensitive  to  temperature  changes.  The  time  delay  function  i  fv.  1  ^ 

circuit  was  adjusted  so  that  length  of  time  rcqiirlS  for  tte  c  0000^0^ ‘^eJ°g,C 
change,  from  the  "chopper  run  mode"  to  the  "chopper  stop  open"  or  "chopner^on 
closed  mode,  was  extended  from  One  minute  to  one  and  one-half  minutes^  This  P 

down  u“ a"mTen7tempSerahture.W0Uld  Pr°lCC‘  11,6  ^  lls 

fbet*16 aad  a^fd^o^ongcr  1^ t^^d^s^ttachment^oims Por^cCmountir^:r0*ien 
!SSd  S  SSSSf  fiXtUreS  WMCh  C'amPCd  ‘ta  **  ‘ba  cannlsters'were 

r,™  ,T°  ensul^c  ProPcr  cooling,  and  monitoring  of  the  temperature  of  the  electronic 

These  were in  addUio^oTh^ef ' T®  thermometers  were  installed  on  each  one. 

throueh  thc  telcmcSv  t  electronic  temperature  sensing  circuits  which  read  out 

ODcraUne c^itTnnl  u  Chccks  Were  made  on  the  ^nnisters  under 

p  a  ting  conditions.  It  was  found  necessary  that  all  the  insulation  be  removed  from 

lCbieTe0o„dml.OU,PUt  C,eClr°niCS  PaCkagCS  °-a«"S  ..  “ 

there  ^s ‘ffma/bundu^Th  Per‘°d  JI8‘  bcf°r°  lhe  fliEht  11  was  "°tlced  that 

5  ,  ,°st  buildup  on  the  cover  mechanism.  As  noted  earlier  this  frost  was 

,  ove<^  and  its  reformation  before  launching  was  prevented  by  usine  the  heat  from 

he  spot  tghts  which  illuminated  the  night  launchings.  Even  ttagh  Uw^  SovaMe 

water  ‘of 

mechanism.  The  third  action  was  to  modify  the  flight  procedure  to 
protect  the  cover  mechanism  from  atmospheric  moisture  by  means  of  plastic  sheeting. 

feedback*6 amplifiers  were* replaced*:  de‘eCt°r  MaS  a"d  whiah  ^  lha  b‘aa 

cUnfn^kph^C^P^l^Iaab^pay^<^0r^be^>i^^d^^®,^r^®r®>^t'onchange^Cto>be>iif**ed 
conformance  with  the  following  listings:  cnanged  to  be  in 


Position 


Filter 


1 

2 

3 

4 

5 
G 


Open  No  Filter 
N.  D.  2  -  1%  Transmission 
Blocked-Blackened  Metal  Disc 
Open 

N.  D.  2  -  1%  Transmission 
Blockcd-Blackened  Metal  Disc 
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The  filter  wheel  mechanism  was  checked  warm  and  then  at  cryogenic  temperature. 

In  order  to  use  the  cover  as  an  approximate  full  field  in-flight  calibrator  its 
surface  was  anodized  and  sandblasted  and  a  temperature  sensor  with  a  telemetry  read¬ 
out  was  installed  on  it.  Its  exposed  surface  was  insulated  to  help  maintain  a  low  and 
uniform  temperature.  Additional  temperature  sensors  and  temperature  reporting 
circuits  were  provided  for  the  control  electronics  cannister,  the  output  electronics 
cannister,  and  the  programmer.  A  broken  connector  was  repaired  on  the  power 
distribution  box. 

After  all  the  refurbishment  was  completed  the  system  was  reinstalled  on  the 
balloon  gondola.  The  system  was  then  operationally  checked  first  warm  and  again 
when  filled  with  cryogens. 

It  was  shipped  completely  assembled  to  Holloman  Air  Force  Base  on 
September  25,  1972. 
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6.  FIRST  ALTITUDE  CHAMBER  TEST 


Ihc  almost  completely  assembled  balloon  radiometer  system  arrived  at 
Holloman  Air  Force  Base  in  good  condition  on  October  2,  1972  after  being  a  week 
in  transit. 


^fteir..?^UStmCntS  to  t,ie  telcmetry  encoder  were  completed,  the  completely 
assembled  flight  package  was  fitted  into  the  Holloman  AFB  altitude  chamber  with 
approximately  two  inches  to  spare  in  length  and  width.  The  altitude  chamber  was 
programmed  to  provide  a  time/altitude/tcmperaturc  profile  similar  to  that  which 
would  be  encountered  in  flight.  Noise  was  observed  in  several  circuits  of  the  radi¬ 
ometer  system  when  the  simulated  altitude  reaehed  100,000  ft. 


The  system  was  brought  "back  to  earth"  and  the  possible  sources  of  noise  were 
being  investigated  when  a  Holloman  AFB  28-volt  power  supply  (which  simulated  the 
balloon  system  s  battery)  developed  an  excessively  high  voltage  (55  volts).  The 
power  to  run  the  chopper  could  no  longer  be  obtained  from  the  400-cycle  inverter 
Numerous  other  problems  were  evident  in  much  of  the  electronic  circuitry.  The  ’ 
system  appeared  to  have  suffered  more  damage  than  could  be  repaired  in  the  field 
so  the  system  was  shipped  baek  to  Anaheim. 


Each  of  the  2fi  power  modules  in  the  system  was  put  through  a  test  procedure 
and  the  results  of  these  tests  communicated  to  the  manufacturers  of  the  power 
modules.  !>  o  statement  to  the  effect  that  any  of  the  power  modules  had  their  relia¬ 
bility  uneompromised  by  the  high  voltage  exposure  could  be  obtained  from  any  of  the 
ree  manufacturers.  Twenty-six  power  modules  were  ordered  with  promised 
delivery  dates  from  November  10  th  'ough  December  21,  1972.  These  dates  were 
subsequently  revised  twiee  by  the  manufacturers  to  reflect  a  shipment  on 
January  12,  1973.  F 


A  special  vveldment  to  stiffen  the  alignment  between  the  gimbal  and  the  cover 
pedestal  was  designed  and  fabricated  at  the  request  of  the  Air  Force.  It  was  installed 
on  the  gondola  platform. 


The  last  of  the  replacement  power  supplies  were  received  during  the  first  week 
in  February  1973.  These  components  were  then  installed  and  the  system  was  read¬ 
justed  to  accommodate  them.  The  complete  system  was  then  satisfactorily  checked 
warm  and  then  liquid  nitrogen  and  liquid  helium  cooldowns  were  performed.  All 
functions  of  the  instruments  were  checked  and  it  was  found  to  perform  satisfactorily. 
The  instrument  was  shipped  to  Holloman  Air  Force  Base  on  February  23,  1973.  It 
arrived  at  Holloman  in  good  condition  on  February  27,  1973. 
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7.  SECOND  AND  THIRD  ALTITUDE  CHAMBER  TESTS 


Arn  i°nd,°la  wllh,tlf“rre”t  "'“‘“ted  on  It  was  placed  In  the  Holloman 

*  !,ratosPhere  Environmental  Chamber  on  February  28,  1973.  A  generally 
satisfactory  environmental  chamber  test  was  performed  on  March  7.  The  test  did 
however,  point  up  some  minor  difficulties  in  the  cover  elosing  mechanism  and  the  ’ 
input  eleetronies  eannisler  temperature  telemetry  readout.  These  discrepancies  were 
corrected  and  another  environmental  chamber  test  on  Mareh  14  confirmed  that  all 
parts  of  the  system  were  performing  satisfactorily. 

The  radiometer  wat,  removed  from  the  environmental  chamber,  warmed,  dried 
and  reeooled  and  a  calibration  was  performed  against  the  laboratory  blaekbody. 
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8.  SECOND  BALLOON  FLIGHT 


The  radiometer  was  made  ready  (in  a  manner  similar  to  that  described  for  the 
first  flight)  for  its  scheduled  balloon  flight  on  March  27.  The  flight  was  cancelled 
because  of  high  winds.  Combinations  of  the  lack  of  telemetry  support  because  of 
higher  priority  programs  and  high  winds  prevented  the  launch  of  the  radiometer  until 
1  — : .iO  a.  m. ,  April  (i.  Samples  of  the  telemetered  signals  which  were  observed  on 
strip  chart  recorders  during  the  flight  indicated  that  useful  data  were  being  obtained. 
No  further  information  regarding  the  data  has  yet  been  received  from  the  Air  Force. 

The  balloon  borne  package  made  a  hard  landing  due  to  parachute  panels  being 
blown  out.  However,  the  wind  was  mild  and  the  impact  site  was  flat,  hence  little 
damage  was  done  to  the  instrument  on  landing. 
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9.  SECOND  REFURBISHMENT 


The  complete  instrum  nt  and  gondola  platform  was  delivered  to  Anaheim  in 
"one  piece."  Upon  inspection  it  was  found  that  no  significant  damage  except  to  a 
gimbal  hearing  retaining  ring  had  been  caused  in  landing.  The  bearing  retainer  was 
replaced,  the1  instrument  was  cleaned,  the  chopper  and  chopper  motor  bearings  were 
replaced.  Electrical  contacts  were  reburnished  and  other  steps  were  taken  to  reduce 
the  system  noise,  particularly  by  improving  the  grounding  of  subsystems.  The 
electronics  were  rebalanced  and  the  gain  adjusted  for  optimum  system  performance. 
The  cover  operating  mechanism  was  completely  disassembled,  cleaned  and  relubri- 
caled.  Its  gear  motor  was  disassembled,  cleaned,  gear  clearances  cheeked  and 
relubrieated  with  low  temperature  silicone  lubricant. 


The  system  was  completely  checked  warm,  then  checked  and  calibrated  under 
cryogenic  conditions.  The  instrument  was  shipped  to  Holloman  Air  Force  Base  in 
one  piece,  except  for  the  sensor  which  was  packed  separately.  The  instrument  was 
shipped  as  the  sole  cargo  of  a  truck  on  May  18  and  was  scheduled  to  arrive  at 
Holloman  at  the  start  of  business  on  May  22.  it  did  not  arrive  until  the  close  of 
business  on  May  24,  1973. 
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10.  THIRD  BALLOON  FLIGHT 


As  soon  as  the  instrument  arrived  at  Holloman  Air  Force  Base,  the  sensor 
head  was  mounted  in  the  gimbals.  A  flow  of  warm  (150  F)  dry  nitrogen  was  then 
directed  through  the  liquid  nitrogen  and  the  telescope  cavities  to  remove  any  adsorbed 
moisture.  The  instrument  was  cheeked  warm  while  the  purge  was  being  accomplished. 
It  was  then  cooled  with  liquid  nitrogen  and  then  the  he’ium  tank  was  filled  and  a  semi¬ 
calibration  was  performed  against  the  cold  cover  as  a  background. 

An  attempt  was  made  to  fly  the  scheduled  mission  on  the  evening  of  May  30. 

The  mission  had  to  be  cancelled  at  22:30  after  the  launch  crew  and  the  equipment  had 
been  deployed  on  the  runway  for  approximately  four  hours  waiting  for  a  launch  window 
in  the  wind  and  cloud  patterns.  Another  flight  attempt  was  made  and  cancelled  on  the 
night  of  June  1st.  Because  the  instrument  had  been  cold  for  so  long  (since  the  semi- 
ealibration  on  May  28)  it  was  put  on  a  warm  purge  the  night  of  June  1  after  the  flight 
was  cancelled.  This  was  done  so  that  ice  which  had  been  accumulating  on  various 
surfaces  could  be  melted  and  evaporated.  A  cooldown  of  the  instrument  was  started 
again  the  afternoon  of  June  3,  and  the  instrument  prepared  for  a  rescheduled  flight 
on  June  1. 

What  appears  to  be  a  completely  successful  flight  was  made  starting  at  21:50 
June  1  anti  terminating  at  07:30  June  5.  System  housekeeping  measurements  were 
made  throughout  this  period.  Hadiometrie  measurements  were  started  at  23:40  when 
the  system  reached  float  at  approximately  92,000  ft  and  continued  until  00:30  June  5 
when  the  radiometer  was  stowed  and  coveret  to  prevent  it  from  being  damaged  by 
looking  at  the  sun.  A  few  channels  of  the  data  were  viewed  in  real  time  on  a  pen 
recorder .  They  indicated  that  good  data  were  being  telemetered  and  received,  ho 
further  information  relative  to  the  data  has  been  received  from  the  Air  Force  at  this 
time  (June  29,  1973).  The  instrument  landed  on  a  road  in  the  White  Sands  Range. 

It  appears  to  have  suffered  little  damage. 
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11.  FLIGHT  PREPARATION  INSTRUCTIONS 


'I lie  flight  preparation  instructions  which  form  Section  11  of  the  Balloon  llornc 

No,c",n2/401°ha'1  ,Fil‘Cr  ,iadirrr  U-o.opmen.  informs  tlo“ Report 

,  ,  7“  1,32  40]  ha^  been  rewritten  here  and  revised  where  applicable  to  reflect  the 

knowledge  gained  in  field  experience  with  the  instrument. 

11.  1  PRE-COOLIX  \YN  CHECKLIST 

*•  °"bXd  "7*”r  i*  "0t.Ca|>nblc  of  Pcrnli  Bing  independent  operntion  of 
^lemerr^te^bo^  °'  MCh  l’OUSekot'pi"K  siBnal.  '  rl>'nne  it  with 

-.  Connect  main  2h  vde  busses  to  GSE  power  supply. 

3.  Turn  on  28  vde  power. 

4.  Remove  as  much  insulation  as  necessary  from  electronics  cannisters  to 
maintain  their  operating  temperatures  within  their  prescribed  operating 
langes  -  this  is  confirmed  by  monitoring  ihe  cycling  of  the  heater  thermo¬ 
stats  or  by  monitoring  the  cannister  temperatures  by  some  other  means. 

o.  C  onncct  Elector  test  box  to  detector  output  connector  (35018)  using  cable 
which  normally  carries  signals  from  this  connector  to  detector  bias 
electronics  box. 

(i.  Connect  lngh-impedance  voltmeter  to  output  of  detector  test  box. 

7.  Set  bias  voltage  switch  on  test  box  at  7.5  vde;  conform  that  output  of  test 
box  is  greater  than  o  vde;  change  "FET  Test"  switch  to  other  position- 

channels tl!lt  °UtPllt  V°UaRC  °f  teSt  boX  cl,anSes!  repeat  for  remaining  eight 

8.  Close  "Cover  Open"  command  switch;  verify  proper  opening  of  inflight 
cover  and  proper  position  readout  voltages. 

!L  \  erify  turn-on  of  gimbnl  power  when  cover  reaches  open  Dosition. 

10.  Command  gimbal  to  move  in  azimuth  and  confirm  proper  operation  of 
position  readout  and  stow  indicators. 

11.  Verify  loss  of  inflight  cover  power  when  gimbal  leaves  stow  position. 

12'  indicaUM’imbal  '°  Sl°"  P°Sition  and  Confirrn  proper  operatic  n  of  stow 

13.  Repeat  Steps  10  through  12  with  elevation  axis. 

14.  Open  "Cover  Open"  command  switch  and  close  "Cover  Close"  command 

switch;  confirm  proper  closing  of  cover  and  proper  position  readout  voltages- 
open  "Cover  Close"  command  switch.  voltages, 


15.  Close  "VBS  Shutter  Open"  command  switch;  confirm  proper  level  of  "VBS 
Shutter  Position"  readout  voltage.  DO  NOT  LEAVE  THIS  SWITCH  CLOSED 
FOR  MORE  THAN  1  OR  2  SECONDS. 

(i.  Close  "VBS  Shutter  Close"  command  switch;  confirm  proper  level  of  "VBS 
Shutter  Position"  readout  voltage.  DO  NOT  LEAVE  THIS  SWITCH  CLOSED 
FOR  MORE  THAN  1  OR  2  SECONDS. 

17.  Close  "Chopper  Wheel  Run"  command  switch  and  confirm  proper  change  of 
"Chopper  Wheel  Mode"  readout  voltage. 

18.  Open  "Chopper  Wheel  Run"  command  switch;  after  one  minute  delay,  close 
"Chopper  Wheel  Stop  Open"  command  switch;  confirm  proper  change  in 
"Chopper  Wheel  Stop  Open"  command  switch;  confirm  proper  change  in 
"Chopper  Wheel  Mode"  readout  voltage,  after  appropriate  delay. 

19.  Open  "Chopper  Wheel  Stop  Open"  command  switch  and  close  "Chopper  Wheel 
Stop  Closed"  command  switch;  confirm  proper  change  in  "Chopper  Wheel 
Mode"  readout  voltage  after  appropriate  delay. 

20.  Open  "Chopper  Wheel  Stop  Closed"  command  switch;  confirm  proper  change 
in  "Chopper  Wheel  Mode"  readout  voltage. 

21.  Close  "Filter  Wheel  No.  1  Advance"  command  switch;  confirm  proper 
advance  of  filter  wheel  by  watching  position  readout  voltage  drop  to  zero 
and  then  rise  to  proper  d-c  level  or  pulse  height  (depending  on  available 
monitoring  equipment. 

22.  Repeat  Step  21  at  least  six  times,  confirming  that  readout  signal  amplitudes 
change  appropriately  for  each  step. 

23.  Repeat  Steps  21  and  22  for  Filter  Wheel  No.  2 

24.  Check  temperatures  of  these  electronics  cannistcrs;  if  any  is  too  high 
remove  more  insulation  or  partially  open  cannister  to  maintain  temperature 
below  or  within  specified  range. 

25.  Close  "Blackbody  Shutter"  command  switch;  verify  proper  change  in  black- 
body  shutter  position  readout  voltage. 

26.  Close  "Blackbody  Chopper"  command  switch;  verify  proper  change  in 
blackbody  chopper  mode  readout  voltage. 

27.  Close  "Blackbody  Power"  command  switch;  verify  proper  change  in 
"Blackbody  Temperature"  readout  voltage. 

28.  Close  "Blackbody  Temperature  Switch  No.  2",  verify  rise  and  then  return 
of  "Blackbody  Stability"  readout  voltage;  verify  proper  change  in  "Blackbody 
Temperature"  readout  voltage. 

29.  Repeat  preceding  step  for  "Blackbody  Temperature  Switch  No.  1"  and  then 
for  "Blackbody  Temperature  Switch  No.  2." 


11-2 


30'  ^,’liTP<!r!!'Urc  s,"itch  No-  3":  vcrify  fall  and  then  return  of 

laekbody  Stability  readout  voltage;  verify  proper  change  in  "Blackbodv 
1  emperature"  readout  voltage. 

31  •  "CJ>“1,  Proocdine  step  for  "lilaekbody  Temperature  Switch  No.  1"  and  then 

lor  Mlackbody  1  emperature  Switch  No.  2.  " 

32.  Open  "Blaokbody  Power”,  "lilaekbody  Chopper",  and  "lilaekbody  Shutter" 

command  snitches,  verifying  proper  change  in  each  readout  voltage  as 
switch  is  opened.  h 

33.  Connect  Electronic  Calibration  Signal  Source  Box  to  "Electronic  Calibrate 
Signal  Input  jack;  close  "Electronic  Calibrate"  command  switch. 

3-1.  Set  Electronic  Calibration  Signal  Source  Box  for  maximum  amplitude  signal- 

Urn.  the  r^C  !°pp*,hniic  ?utpu‘  fo1'  Channel  No.  1  is  near  maximum  and’ 
that  the  polarity  indicator  indicates  a  positive  signal. 

“•  output  fan  accord!ng:yiKnnl  *  ^  *'  °  Hmt  a“d  ">»'  logon, hmie 

3(i.  Close  first  "Gain"  command  switch;  confirm  proper  change  in  "Gain 

n  icator  readout  voltage;  open  "Gain"  command  switch.  Repeat  with  each 
remaining  'Gain"  command  switch. 

flllh-»MC  elcctroaic  cr,liljri'tor  signal  at  minimum,  verify  that  the  linear  output 
*  ' ,lt.hin  ran.K°  (0.to  •>  vdc>-  Increase  the  electronic  calibrator  signal  a  step 
!  ‘  timc  anc  venfy  that  the  linear  output  increases  accordingly.  When  an  P 
increase  in  the  electronic  calibrator  signal  drives  the  output  signal  above 

switch  Fnch  ,C?  aT  ffiCr  Pin  by  closinK  the  first  "Gain"  command 
switch.  Each  subsequent  time  that  an  increase  in  electronic  calibrator 

signal  drives  the  output  signal  above  5.0  vdc,  open  the  "Gain"  switch  that  is 
"CcfainndsttSeh^  ^  At  ^  o^en 

38.  Repeat  prece^  ing  two  steps  for  each  of  the  remaining  eight  channels. 

39.  Open  "Electronic  Calibrate"  command  switch  and  disconnect  electronic 
calibration  signal  source  box. 

40.  Monitor  readout  voltages  of  "VBS  Temperature"  and  "Antifrost  Gas 

emperatuie  readouts;  both  should  indicate  ambient  temperature. 

U.  Monitor  readout  voltages  of  five  remaining  "Temperature"  readouts;  all 
should  indicate  saturation,  i.e. ,  greater  than  5.0  vdc. 

11.2  GN,  PURGE  AND  I,N9  FILL  PROCEDURE 

r  ,  Vm  SCnS°r  iS  ^,bC  GN'2  piirKed  thro,,Kh  the  manual  valve  vent  located  on  the 
rout  of  he  sensor.  The  automatic  vent  is  to  be  closed  and  the  vacuum  jacketed  I  No 

ilTsolen  T1  'rh'  (°pen  maT1  valvc  locatcd  on  thc  downstream  side  of  the  LNo 

48  boars  B^dayJ)^bcfore°startinj^thc  j!N2*fd|3  ^  150  F 


11-3 


solenowI^^El^rtricaUy'comioct  LNg^H^scilenoid^antrthe  sensor  vent^sofe^noid 

cooldoyn  another  LN2  till  line  may  be  attached  to  the  manual  valve  located  on  rear  of 
sensor.  Caution  must  be  exercised  NOT  to  exceed  a  pressure  of  25  psi  ,n  senso?. 

When  system  has  cold  soaked  (approximately  21  hours  minimum*  fill  with  r  n„ 

tha:d„^dhs%^reUr«  zz%.  sc~ 


11.3  NITROGEN  COOLDOWN  CHECKLIST 

Turn  system  power  OFF  at  distribution  box. 


1. 

2. 

3. 

4. 


5. 


6. 


7. 


8. 


9. 

10. 

11. 

12. 

13. 


Disconnect  power  leads  to  automatic  LN2  fill  vent  solenoid  (P019). 
Connect  supply  of  warm  dry  gaseous  nitrogen  to  manual  fill  vent  valve. 


Disconnect  anti-frost  gas  transfer  line  from  anti-frost  control  valve  assembly. 

Purge  radiometer  with  flow  of  nitrogen;  maintain  highest  purge  gas  flow  rote 
consistent  with  available  gas  supply  without  letting  radiometer  jfeket  internal 
pressure  exceed  20  psig.  (See  GN2  purge  procedure.,  J  al 


After  anti-frost  line  has  been  purged  of  moist  air, 
prevent  moist  air  from  entering  line.  (4-8  hours) 
while  connecting  to  valve  output. 


plug  end  of  line  to 
run  anti-frost  gas  flow 


onT^lpltf  nr:0yv0u™aC“eUvucSuPum-Sp°PcC."  Va'Ve°"  eVaCUali°"  ““ 


Close  operator  valve;  disconnect  evacuation  line  from  leak  detector. 
Connect  leak  detector  to  helium  vent  fitting  on  equipment  floor-  evacuate 

notlrenTnt;rrNu°ptede)<!UirCd  “  “  remai"S  ^  GHe  presaure  <that  has 


Remove  helium  space  pressure  relief  val 
equipment  floor. 


ve  (PR V)  from  manual  valve 


on 


Connect  coiled  copper  line  to  supply  of  gaseous  helium. 

Adjust  pressure  regulator  on  gaseous  helium  supply  to  2  1/2  psig 
Begin  flow  of  gaseous  helium  through  line  to  remove  moisture. 
Immerse  coil  in  liquid  nitrogen  to  freeze  out  remaining  moisture. 
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1 1.  Connect  other  end  of  coil  to  helium  space  PRV  fitting  on  equipment  floor. 

15.  Close  valve  in  vacuum  line  to  isolate  pumps  fro  n  radiometer  (see  Item  14). 

l(i.  Open  manual  valve  on  helium  space  PRV  line. 

17.  Remove  vacuum  evacuation  line  from  helium  space  vent  fitting  (see  Item  14). 

18.  Replace  cap  on  helium  space  vent  fitting  (see  Item  14). 

19.  Close  manual  valve  on  PRV  line  when  tank  is  pressurized  to  2  1/2  psig. 

20.  Helium  supply  may  be  shut  off  and  disconnected  from  radiometer  or  left  as 
is  until  helium  cooldown. 

21.  Do  not  proceed  further  until  warm  gaseous  purge  has  been  flowing  for  at 
least  48  hours. 

22.  Connect  external  liquid  nitrogen  supply  to  liquid  nitrogen  transfer  line  fitting 
on  the  upstream  side  of  LN2  fill  solenoid. 

23.  Pressurize  liquid  nitrogen  supply  to  25-30  psig;  begin  transfer  of  liquid 
nitrogen  to  radiometer  jacket. 

24.  Shut  off  gaseous  nitrogen  and  disconnect  purge  line. 

25.  Open  manual  vent  valve. 

20.  Reconnect  automatic  vent  solenoid  power  leads  (P5019). 

27.  When  liquid  nitrogen  level  in  radiometer  jacket  reaches  the  level  at  which 
it  keeps  the  automatic  vent  solenoid  closed,  close  the  manual  vent  valve; 
remove  extension  line  if  one  has  been  added. 

28.  Gradually  reduce  pressure  in  liquid  nitrogen  supply  until  desired  radiometer 
jacket  operating  pressure  is  reached;  if  pressure  is  reached  at  which  auto¬ 
matic  vent  solenoid  remains  open,  raise  pressure  2-3  psi  and  wait  15-30 
minutes  before  further  reduction. 

29.  Monitor  readout  voltages  of  "Chopper  Wheel  Temp",  "Primary  Mirror  Temp" 
the  range  of  0-5.0  vdc  when  radiometer  has  been  cooled  by  liquid  nitrogen. 

30.  Monitor  readout  voltages  of  "Filter  Temp"  and  "Detector  Temp"  readouts; 
confirm  that  both  are  saturated,  i.c.,  greater  than  5.0  vdc. 

31.  Repeat  Steps  5  through  7  and  17  through  32  of  "Pre-eooldown  Checklist"  to 
verify  cold  functioning  of  chopper  wheel,  filter  assembly,  inflight  calibrator, 
and  detector  package. 


11.4  HELIUM  COOLDOWN  CHECKLIST 


1.  If  gaseous  helium  supply  is  still  connected  to  PRV  fitting  on  equipment  floor, 
start  with  Step  6. 

2.  Connect  copper  eoil  to  gaseous  helium  supply;  set  pressure  regulator  on 
gaseous  helium  supply  to  2  1/2  psig. 

3.  Begin  flow  on  helium  through  eoil. 

4.  Immerse  eoil  in  liquid  nitrogen  bath. 

5.  Connect  otherend  of  coil  to  PRV  fitting  on  equipment  floor. 

G.  Open  manual  valve  on  PR  V  line. 

7.  Connect  liquid  helium  transfer  to  supply  of  liquid  helium. 

8.  Allow  gaseous  helium  to  escape  from  liquid  transfer  line  as  transfer  line 
cools.  When  gas  begins  to  flow  eold-line  may  be  connected  to  He  fill  port 
(gas  cools  tank). 

9.  When  liquid  helium  begins  to  emerge  from  transfer  line,  quickly  remove 
cap  from  liquid  helium  fill  port  on  rear  of  radiometer  and  plug  in  liquid 
helium  transfer  line. 

10.  Quickly  remove  cap  from  vent  fitting  on  equipment  floor. 

11.  Close  manual  valve  on  PRV  line. 

12.  Disconnect  gaseous  helium  supply  from  radiometer. 

13.  Set  pressure  regulator  on  gaseous  helium  supply  to  1G-18  ounces  per 
square  inch. 

14.  Connect  gaseous  helium  supply  to  pressurization  fitting  on  liquid  helium 
supply. 

15.  Connect  PRV  to  its  fitting  on  equipment  floor;  OPEN  MANUAL  VALVE! 

16.  Wateh  for  usual  indication  that  helium  tank  is  full;  disconnect  liquid  helium 
transfer  line  from  radiometer  and  quiekly  replace  caps  on  liquid  helium  fill 
port  and  vent  on  equipment  floor. 

17.  Remove  liquid  helium  transfer  line  from  liquid  helium  supply. 

18.  Monitor  all  "Temperature"  readout  voltages;  confirm  that  all  eight  voltages 
are  within  their  range,  i.e.,  are  between  0  and  5.0  vde. 

19.  Repeat  Steps  21  through  24  of  Pre-cooldown  Checklist  to  confirm  proper 
operation  oi  filter  assembly.  Cheek  detectors  against  cold  eover. 
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11.5  POST -COOLDOWN  PP. E FLIGHT  CHECKLIST 


1.  Monitor  "LN2  Supply  Status”  readout;  confirm  that  it  indicates  full  condition 
of  LN2  Delivery  Dewar. 

2.  Monitor  "GN2  Supply  Dewar  Pressure"  and  "LN2  Supply  Dewar  Pressure” 
readout  voltages;  both  should  indicate  ambient  pressure. 

:i.  Fill  four  liquid  nitrogen  storage  dewnrs  (exact  procedure  for  this  step  must 
be  established  when  available  field  facilities  are  known). 

4.  "GN2  Supply  Status”  readout;  confirm  that  it  indicates  full  condition 
of  GN2  Delivery  Dewar. 

5.  Fill  two  heat  exchangers  with  water. 

(5,  Disconnect  28  vdc  power  from  cryogcn  system  connector  (JC.102). 

7.  ConnecL  ground  110  vac  power  source  to  eryogen  system  connector  (J0102). 

8.  Heat  storage  dewars  with  110  vac  until  cycling  of  pressure  switches  occurs 
on  all  four  dewars. 

NOTE:  Items  3,  5,  (i,  7,  and  8  maybe  completed  before  He 
cooldown. 

9.  Monitor  "GN2  Supply  Dewar  Pressure"  and  "LN2  Supply  Dewar  Pressure” 
readout  voltages;  both  should  indicate  specified  pressure  levels. 

l'L  Close  "Dewar  Purge"  (LN2  dump)  command  switch  momentarily;  confirm 
that  LN2  System  and  GN2  System  purge  lines  both  emit  gaseous  nitrogen 
during  switch  closure. 

11.  Disconnect  110  vac  power  source  from  cryogcn  system  connector;  reconnect 
28  vdc  power  to  connector. 

12.  Close  "Antifrost  Low  Flow  Open”  command  switch  momentarily;  confirm 
that  gaseous  nitrogen  is  now  flowing  from  antifrost  system  control  valve 
assembly  where  antifrost  gas  transfer  line  has  been  disconnected;  confirm 
that  "Antifrost  Flowmeter"  readout  indicates  low  flow  rate.  Close 
"Antifrost  Low  Close"  command  switch  momentarily;  confirm  that  gas 
emission  from  valve  assembly  has  ceased  and  that  "Antifrost  Flowmeter” 
readout  indicates  no  flow. 

13.  Repeat  Step  12  for  "Antifr.  st  Medium  Flow  Rate”  and  "Antifrost  High  Flow 
Rate"  command  switches. 

14.  Disconnect  telemetry  test  box  from  system  nd  reconnect  onboard 
programmer. 

15.  Replace  all  insulation  around  electronics  cannister. 
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10.  Disconnect  ground  28  vdc  power  source  and  reconnect  onboard  batteries. 

17.  Turn  inflight  calibrator  on  to  maximum  power;  check  each  detector  for 
signal. 

18.  Top  off  LNg  dewars  for  sensor  fill  system  prior  to  launch  (but  as  close  to 
the  launch  time  as  possible). 
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12.  INSTRUMENT  MODIFICATIONS/DRAWING  REVISIONS 


During  the  course  of  the  field  work  with  the  instrument  it  was  found  desirable  to 
make  modifications  to  the  equipment  to  improve  its  operating  performance.  These 
modifications  are  documented  in  this  report  as  revisions  to  the  drawings  which  were 
originally  included  in  the  Balloon-Borne  Cryogenlcally  Cooled  Miter  Radiometer 
Research  and  Development  Information  Report  No.  C72-132/401.  In  this  report  they  are 
designated  with  the  usual  figure  notation  for  this  report  followed  by  a  number  in 
parenthesis  which  refers  back  to  their  origin?!  figure  number  in  C72-132/401,  i.e., 
Figure  12-14  (7-10)  Schematic-Output  Electronics  Board  2002.  An  additional  circuit 
was  added  to  the  instrument  during  this  program.  This  was  done  in  order  to  provide  a 
better  temperature  control  for  the  Input  electronics  cannlster  than  could  be  provided  by 
a  thermostat.  This  circuit  is  documented  as  Figure  12-2  Input  Electronics  Temperature 
Control  Circuit. 


12-1 


OlFPEREMTIAL- 
PREEEUBt  -RAMSDUCER 


-UEBMOSTATtC. 

COMTUOl  VALVE 


DC  (»0W£*. 
T6  TW»JT 
iTf&fS 


.  ram  uii _ „ 

.  - „ 

Jieo  i  <|'ii _ „ 

_no«3 >-M— , 

■Tuti-jn - , 

— -v 
—  . 
- , 

-Jjmj-'/i'  — 
■i\an-4i  — 

■»« V/“  — 

- s 

-ji  •  h  — 

-T7oiHji, - 

-llo  , 

-JlolVff — 

-IlDlAr^. - , 

-T}'0-"iit - , 

-Jioir-'it - , 

JV’H  1  *' - 

- s 

' - , 

- - 

III  *■  **l - „ 

4io»y/i/ — s 
-  SPARE 


MS 


6  -  Ilotl*  J, - ^ 

C  -^*1  - - 

D  -  ^ 

e  -1'*N  v>e-  \ 

3-  — A 

-j 


•pw  RtT 

'  4S41.S  ft 


7  J 

S’.  * 

-  U”«»  %*-  H 

M  «i  —  -* 

H  i— 3 - * 

P  k-  7;  7-«^o - j 

f  ^Jit  «>•  *“  i _ | 

, '  i — Ti  >/V- _ | 

(  T  j — JfftlVS — -j 

’ui-jjia-nte  * 

i  uji»UH/ii-  * 

.  *  Liu*  t,'  —  4 

i  i  f-uat-f/n  — A 

j  -j 

j  »1~r»i4-t/A  - i 

I  %Lllo/4.vS« - 4 

'  l  - - 

,  1  *-J!0l«.fc/5  - ' 

1  -nirt^o  . 

]  *.  -JlSlft-^li - • 

£  -jiei*-*/# — ' 
j.  _  i>f A  K  f- 
I  r  bf’ARfc 


U| - 3 

11021  V 

MS?  2.6  It  3ZSX 


s  (,NAIS 
ft  on 

CONTROLS 

i 


TVift^T 

p 

-TIW(  ft/* - 

pLnu.k^ — 
— 

ft  L-  SPAftf 


i,  _  swwtt 

T7011 


rAf>w-Hf7  --1 

ft/-ll*il.rtjll 
41"  »-iVt  — ^ 
t  _7l«0HAj)l-^ 
p  -Jim.!-*/;  ^ 
p  «-)i«>r-*yi— 'j 

_  _3?0<77r^~ 

*  —  JiaoT-rtrfi  ^ 
-  LjUN-H*’  — -I 
ftUlt«»ft<4jl|  —7 

L  Lliori  n/i  -  * 
r  l-TIMI  -1 

V  r-JlC _-'j 

P  i —  Taoi  J-ftii  — J 
li  — 7.’b*-M7  ^ 

'3 

r  (—118.1, ^  -> 

,  l,  >— tn 

V  —  77»*-P/tl, 


SPAKE 

V  — 

z  *— 

tn  1 


3 me  *'u  ^ i p 


Ij  f  P 


jiv  in  •  I A  ►  -W  :«rt»A 

-ip  —  »•■»  •-■ 

ir 

7lC2(. 

HS3  HE  -  ^ 


f  a 


1 

Nl.l 

C  i  « _ _ 

p 

* 

t* 

« 

• 

I 

CS£D  ?/S/AB<.e 

SAi/D  seA/sajt  ope*/)re.  zj 


t  igure  12-5.  (7-8)  Schematic-Output  Electronics  Circuit  Board  Interconnections 


rmnL  i|  twi«i«||‘i 
OjlTSrf*  lVMUtUO  .MWi  :«40N 


iLit 


^  TO  CHOPPt  S  D^IVE 

Jfk 


Figure  12-9.  (7-23)  Schematic  -  Control  Electronics  Board  3012 
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Schematic  -  Control  Electronics  Board  3005 


Schematic  -  Output  Electronic*  Board  2002 


Schematic  -  Control  Electronic*  Board  3008 


Schematic  -  Control  Electronics  Board  3007 


Figure  12-18.  (4-2)  Schematic  of  Inflight  Cover  Assembly 
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13.  RECOMMENDATIONS 


13.  1  RECOMMENDED  CHANGES  TO  EQUIPMENT 
13.  1. 1  Cover  Mechanism 

In  the  course  of  field  operations,  particularly  when  the  radiometer  was  exposed 
to  windy  dusty  conditions  in  either  the  preparation  hangar  or  on  the  runway  at  Hoiioman 
Air  l’orce  Rase,  the  operating  efficiency  of  the  open  slide  cover  actuating  mechanism 
was  threatened  by  an  aceummulation  of  sand  and  dust.  A  temporary  fix  in  the  form  of 
a  piastic  sheet  taped  over  the  ways  and  screw  mechanism  was  used  and  appeared  to  be 
capable  of  preventing  trouble  from  developing  in  this  mechanism.  For  more  reliability, 
however,  it  is  recommended  that  the  cover  mechanism  be  redesigned  to  incorporate  a 
covered  screw  thread  such  as  a  Saginaw  Hall  Hearing  screw  actuator.  To  prevent  the 
formation  of  ice  on  the  extended  mechanism  when  the  system  was  exposed  to  icing 
conditions  the  screw  actuator  should  be  covered  with  a  silicon  bellows  boot.  The 
complete  mechanism  should  be  highly  lubricated  with  Dow  Coming  Fluid  consistency 
number  33  silicone  grease. 

13.1.2  Liquid  Nitrogen  Dewars 

The  manufacturers  of  the  on-board  LN’2  dewars  have  improved  their  method  of 
holding  dow’n  the  dewar  caps.  For  Increased  reliability  these  dewars  should  be 
returned  to  the  manufacturer  for  a  modification  to  accomplish  this. 

13.1.3  Electronic  Cannistcrs 

It  is  expected  that  the  housekeeping  data  telemetered  from  the  latest  flight  will, 
when  reduced,  indicate  that  the  size  of  the  heaters  on  the  electronic  cannistcrs  can  be 
increased  and  the  insulation  thickness  reduced.  This  will  allow  the  electronic  cannisters 
to  be  more  closely  controlled  at  the  proper  operating  temperatures  when  the  ambient 
temperature  varies  from  110  F  to  -70  F. 

13. 1.4  Antifrost  Device 

The  antifrost  device  should  be  Improved  usmg  information  gained  in  recent  w’ork 
so  that  it  is  more  thrifty  in  the  use  of  gaseous  nitrogen. 
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